Date: 13.05.23 


Quantity on Hand (Stock) 


Quantity on Order 
(Production) 
Quantity Allocated 
(Customer Order) 


HOLD SHIPMENT 


Red Tag/Quarantine Stock 


Advise customers 


Stop Production 


Re-Work Stock 


IPP Under Review 


Blue File Under Review 


ECN # 


0 
13-569 


Distribution: 
General Manager 
Production Engineering Coordinators 
Engineering Project Managers 


Production Manager 
Quality Assurance Coordinator 
Engineering Clerk 


Director Quality Assurance 
Quality Control Coordinator 
Marketing 


Design Manager 
Order Processing 


Chief Engineer 
Customer Technical Support 


Under Review Notification 


Drawing/Kit 
Number 


D4812 


PATIENT STOP 
Product #: D350-616 


Patient Stop 


Raised By: 
Product Name: 


Drawing/Kit 
Description 


DAVID BAIN 


TYPO in BOM Table, Item 1 should be D2690-6 (NOT D2960-6) 
Description of issue: 


Instructions 
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Superceded 
Superceded 


